Cancelling of Fresnel reflections in in situ, double beam laser, fluorimetry using a single optical fibre.
This paper describes several techniques used to cancel Fresnel reflection on the extremities of the optical fibre in in situ double beam laser fluorimetry when the single optical fibre is adopted. The reasons for the technical choices are exposed and the results on several media are presented (water, air, finger pad, rat heart).